1/1 


RD-A150  765  RAIN  RATE  DETERMINATIONS  FROM  ELECTRONIC  HEIGHT 

MEASUREMENTS:  INSTRUMENT.  <U>  AIR  FORCE  GEOPHYSICS  LAB 
HANSCOM  AFB  MA  R  0  BERTHEL  ET  AL  09  AUG  84 
UNCLASSIFIED  AFGL-TR-84-0212  F/G  4/2  NL 


it 


MICROCOPY  RESOLUTION  TEST  CHART 

NATIONAL  BURtAU  Of  STANDARDS  I96J  A 


AD-A150  765 


AFGL-TR-84-02 1 2 

INSTRUMENTATION  PAPERS,  NO.  324 


Rain  Rate  Determinations  From  Electronic  Weight 
Measurements:  Instrument  Description  and 
Data  Reduction  Techniques 


ROBERT  O.  BERTHEL 
ANTHONY  J.  MATTHEWS 


9  August  1984 


s 


Approved  for  public  rclccic;  distribution  unlimited. 


DTIC 

jELECTE 

k  MAR  0  1  1985 


I 


a 


ATMOSPHERIC  SCIENCES  DIVISION 


PROJECT  6670 


AIR  FORCE  GEOPHYSICS  LABORATORY 

HANSCOM  AF&  MA  01731 


r 


(Signature) 

Arnold  A.  Barnes,  Jr. 

Branch  Chief 

Cloud  Physics  Branch 


T ' 


(|iWture)  "  4  J 

llobert  A.  McClatchey 
Division  Director 
Atmospheric  Sciences  Division 


7 


This  document  has  been  reviewed  by  the  ESD  Public  Affairs  Office  (PA)  and  is 
releasable  to  the  National  Technical  Information  Service  (NTIS)  . 


Qualified  requestors  may  obtain  additional  copies  from  the  Defense  Technical 
Information  Center.  All  others  should  apply  to  the  National  Technical 
Information  Service  . 


If  your  address  has  changed,  or  if  you  wish  to  be  removed  from  the  mailing 
list,  or  if  the  addressee  is  no  longer  employed  by  your  organization,  please 
notify  APGL/DAA,  Hanscom  AFB,  MA  01731.  This  will  assist  us  in  maintaining 
a  current  mailing  list . 


Unclassified 


SECURITY  CLASSIFICATION  OF  THIS  PAGE 


1*  REPORT  SECURITY  CLASSIFICATION 

Unclassified 


2*  SECURITY  CLASSIFICATION  AUTHORITY 


2b  OECLASSlFlCATION/OOWNGRAOlNG  SCHEOULE 


4  PERFORMING  ORGANIZATION  REPORT  NUMBERlS) 

AFGL-TR  -84-02 12 
IP,  No.  324 


6*.  NAME  OF  PERFORMING  ORGANIZATION 

Air  Force  Geophysics 
Laboratory 


6c.  AOORESS  <Cif>  State  and  ZIP  Code t 

Ha  ns  com  AFB 
Massachusetts  017  31 


8«  NAME  OF  FUNDING/SPONSORING 
ORGANIZATION 

Air  Force  Geophysics  Laboratc 


Be  AOORESS  <C'»f>.  State  and  /-IP  Code) 


II  TITLE  'Include  Security  Classification) 

Rain  Rate  Determinations  From  (over) 


12  PERSONAL  AUTHQRISl  ,  ,  ,  ,  ,  .  . 

RooertO,  Rerthel  and  Anthony  J.  Matthews 


13a  type  of  report 

Scientific.  Interim. 


1.  SUPPLEMENTARY  NOTATION 


REPORT  DOCUMENTATION  PAGE 


1b.  RESTRICTIVE  MARKINGS 


13.  DISTRIBUTION/ AVAILABILITY  OF  REPORT 

■  Approved  for  public  release; 
distribution  unlimited 


5.  MONITORING  ORGANIZATION  REPORT  NUMBERlS) 


7a.  NAME  OF  MONITORING  ORGANIZATION 

Air  Force  Geophysics  Laboratory 


7b.  AOORESS  ICity.  State  and  ZIP  Code t 

Hanscom  AFB 
Massachusetts  017  31 


9.  PROCUREMENT  INSTRUMENT  IDENTIFICATION  NUMBER 


1  10  SOURCE  OF  FUNOING  NOS. 

PROGRAM 

PROJECT 

TASK 

WORK  UNIT 

ELEMENT  NO 

NO 

NO 

NO 

<52 101 F 

<5670 

12 

06 

14  DATE  OF  REPORT  (Yr  .  Mo..  Day> 

1084  AAugust  9 


15  PAGE  COUNT 

23 


COSAT i  CODES 


18-  SUBJECT  TERMS  fConfmue  on  reuerte  if  necessary  and  identify  by  block  number ! 

Rain  rate 

Electronic  balance 

Weight  measurements 

Data  reduction 

19  ABSTRACT  Continue  on  reverse  if  necessary  and  identify  by  block  number) 

Attenuation  of  electromagnetic  radiation  by  rain  may  pose  problems  in  the  operation 
of  many  of  the  existing  or  proposed  military  surveillance,  weapon  guidance,  and  com¬ 
munications  systems.  The  evaluation  and/or  calibration  of  such  systems  may  be  possi¬ 
ble  with  a  high-resolution  rain  rate  meter. 

The  Air  Force  Geophysics  Lab^ratery'i has  designed  and  constructed  a  prototype 
instrument  for  the  derivation  of  rain  rate  from  electronic  measurements  of  collected 
water.  This  device  gives  30-s  averaged-rate-values  every  3  s  and  produces  rain  rate 
records  that  show  a  detailed  structure  of  the  rainfall  variability.  Since  this  measuring 
concept  does  not  require  a  particular  weight  or  volume  of  collected  water  before  a  read¬ 
ing,  it  is  a  considerable  improvement  over  the  rain  measuring  instruments  currently  in 
general  use. 

(over) 


20  Distribution  availability  of  abstract 
UNCLASSIFIED  UNLiMi  TE  D  3  SAME  AS  APT  H  OTIC  USERS  Q 


22»  NAME  OF  RESPONSIBLE  iNOiVIOUAl 

Robert  O.  Berthel 


DD  FORM  1473,  83  APR  EDITION  OF  1  JAN 


21  ABSTRACT  SECURITY  CLASSIFICATION 

Lnrlassi  fioi 


22b  TELEPHONE  NUMBER  22c  OFFICE  SYMBOL 

• Include  Code) 

(817)  881-2P42  LYC 


edition  of  i  jan  73  is  obsolete  Unclassified 

SECURITY  CLASSIFICATION  OF  THIS  PAGE 


Unclassified 


WCUHITV  CLASSIFICATION  Of  THIS  >AOi 

11.  Title  (Contd) 

Electronic  Weight  Measurements:  Instrument  Description  and  Data  Reduction  Techniques 
19.  Abstract  (Contd) 

^  This  report  describes  the  prototype  instrument  and  specifies  the  data  reduction 
techniques  that  have  been  devised  for  this  particular  rain-measuring  concept.  The 
information  contained  -wlthiil*  should  enable  others  to  construct  similar  devices  and 
avoid  some  of  the  problems  that  plagued  our  initial  efforts.  Consideration  of  the 
recommendations  made  in  this  report  may  result  in  more  efficient  instruments  and/or 
better  methods  of  data  reduction. 


/ 


TTncTassTTTecT 


Preface 


The  authors  wish  to  express  their  appreciation  to  the  individuals  responsible 
for  the  original  design  and  operation  of  the  prototype  rain  rate  meter;  Vernon  G. 
Plank,  MSgt  Stephen  Crist  (retired)  and  TSgt  Dennis  L.  LaGross.  Thanks  are 
also  extended  to  the  AFGL  machine  and  sheetmetal  shops  for  the  construction. 

A  special  thanks  to  Carolyn  Fadden  for  typing  this  manuscript. 


Acocnr, i'*i  r  r 

KTI” 

D7IC  T  5.-’ 
Unannounced 


s 

n 


Juctific  i  >n_. 


By_ - 

Distribution/ 

Availability  Codes 
■Avail  and/or 
list  I  Special 


Contents 


1.  INTRODUCTION 

2.  INSTRUMENT  DESCRIPTION 

2.  1  Housing 
2.  2  Collector 
2.3  Transfer  Mechanism 
2.  4  Accumulator 

2.  5  Electronic  Balance/Recorder 

3.  DATA  REDUCTION 

3.  1  Weight  Smoothing 

3.2  Weight  Peak  Connection 

3.3  Rain  Rate  Calculation 

4.  CONCLUSIONS  AND  RECOMMENDATIONS 

5.  ABBREVIATIONS 


1.  Diagram  of  Prototype  Rain  Rate  Meter 

2.  Photograph  of  Prototype  Rain  Rate  Meter 

3.  Tipping  Bucket  Detail 

4.  Weight-Time  Plot  Showing  Tipping  Bucket  Dump  and  the 

Extrapolation  Procedure  Used  to  Adjust  the  Weights 


7 

8 

8 

8 

11 

11 

11 


13 

14 
17 

20 

23 


Illustrations 


9 

10 

12 


14 


illustrations 


r>.  Weight-Time  Plot  of  Very  Light  Rainfall  (0.  1  to  0.  14  mm 
hr"*)  and  the  Interpolation  Procedure  Used  to  Adjust 

the  Weights  16 

6.  Weight -Time  Plot  of  Very  Light  Rainfall  (0.8  mm 

hr"*  )  and  the  Interpolation  Procedure  Used  to 

Adjust  the  Weights  16 

7.  Rain  Rates  Derived  from  the  Weight  Data  of  Figure  5  18 

8.  Rain  Rates  Derived  from  the  Weight  Data  of  Figure  6  18 

P.  Coefficient  of  Variation  Data  Used  to  Determine  Averaging 

Period  for  Rain  Rate  Calculations  20 

0.  Differences  in  Coefficient  of  Variation  with  Averaging  21 

1.  Fxample  of  Typical  Rain  Rate  Data  from  Weight  Measure¬ 
ments  Taken  on  1  Sep  82  at  Hatiscom  AFB  21 


Rain  Rate  Determinations  From  Electronic 
Weight  Measurements:  Instrument  Description 
and  Data  Reduction  Techniques 


1.  INTRODUCTION 


In  1981,  the  Air  Force  Geophysics  Laboratory  (AFGL)  initiated  a  study  of  the 
characteristics  of  naturally  falling  snow  using  instruments1  specifically  designed 
and  built  for  that  purpose.  One  of  these  devices,  the  snow  rate  me^er,  utilized  an 
electronic  balance  to  measure  the  weight  of  the  snowfall  for  the  determination  of 
snow  rate.  Subsequent  measurements  taken  during  the  SNOW -ONE  field  experi¬ 
ments  resulted  in  snow -rate  records  that  detailed  the  fine  structure  of  the  snow- 

2 

fall,  and  agreed  with  other  data  acquired  from  attenuation  studies. 

It  was  a  logical  step  to  apply  this  concept  to  the  measurement  of  rainfall. 
Initial  feasibility  studies  were  conducted  using  a  Belfort  rain  gauge,  with  the 

3 

tipping  bucket  mechanism  replaced  by  an  electronic  balance,  while  a  new  proto¬ 
type  instrument  was  being  constructed. 


(Received  for  publication  9  August  1984) 

1.  Gibbons,  L.  C.  ,  Matthews,  A.J.,  Berthel,  R.O.,  and  Plank,  V.G.  (1983) 

Snow  Characterization  Instruments,  AFGL-TR-83-0063,  ADA131984. 

2.  Berthel,  R.O.  ,  Plank,  V.G.,  and  Main,  B.  A .  (1983)  SNOW -ONE -A  and  B 

Characterization  Measurements  and  Data  Analysis,  AFGL-TR-83-0856, 
AD  A 14 1245. 


3.  Plank,  V.G.  ,  and  Berthel,  R.O.  (1983)  High  Resolution  Snow  and  Rain  Rate 
Measurements,  Reprints  of  the  Fifth  Symposium  on  Meteorological  Obser- 
vation  and  Instrumentation,  AFGL-TR-83-0107,  ADA1282P6. 


This  report  describes  the  prototype  instrument  and  the  novel  features  that 
are  unique  to  this  measuring  device.  The  problems  associated  with  data  acqui¬ 
sition  and  reduction  are  explained,  and  solutions  currently  being  employed  to 
overcome  these  problems  are  detailed.  The  value  of  rain  rate  measurements 
derived  from  using  this  instrument  is  discussed  together  with  suggestions  for 
improving  instrument  design  and  operation. 

2.  INSTRUMENT  DESCRIPTION 

The  rain  rate  meter  has  five  basic  components:  housing,  collector,  transfer 
mechanism,  accumulator,  and  electronic  balance/recorder  as  shown  in  the  dia¬ 
gram  of  Figure  1  and  photograph  in  Figure  2.  Dimensions  listed  herein  are  those 
of  the  prototype  instrument  and  are  only  included  for  general  information.  No 
claim  is  made  that  these  specifications  are  critical  or,  in  fact,  optimum.  A 
patent  application  has  been  filed  on  the  basic  design  of  this  device. 

2. 1  Housing 

The  instrument  housing  is  essentially  aim  aluminum  cylinder  with  an  outside 
diameter  of  36  cm  and  wall  thickness  of  1.  6  mm  (1/16  in. ).  Three  steel  legs  are 
attached  by  two  brackets  that  girdle  the  cylinder's  lower  section.  These  legs  are 
adjustable  to  level  the  instrument,  and  with  the  legs  in  place  the  overall  instru¬ 
ment  height  above  ground  is  —1. 2  m.  Three  tabs  are  attached  to  the  upper  portion 
of  the  cylinder  for  guide  wires  to  anchor  the  instrument  to  prevent  tipping  in  strong 
winds.  A  25.4-cm  door  is  provided  for  internal  access.  A  flange,  positioned 
directly  above  the  door,  prevents  wind-driven  rain  from  entering  the  compartment. 
A  circular,  aluminum  platform  is  attached  to  the  inside  diameter  of  the  lower  part 
of  the  cylinder  to  support  the  electronic  balance  and  associated  mechanism.  The 
platform  contains  a  drain  hole  to  dispose  water  after  measurements  have  been 
taken. 

2.2  Collector 

The  collector  is  a  35-cm  aluminum  funnel  with  a  30-degree  cone  angle.  The 

top  of  the  funnel  is  attached  to  the  inside  of  the  cylinder  housing  9  cm  below  the 

rim.  Thus,  the  funnel  diameter  is  identical  to  the  cylinder's  inside  diameter 
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(35.68  cm),  which  is  a  deliberate  dimension  to  give  a  convenient  1000-cm  collec¬ 
tion  area.  A  10-mm  ID  tube,  10  mm  in  length,  serves  as  the  exit  port  at  the  apex 
of  the  cone. 


2.3  Transfer  Mechanism 


Because  of  the  sensitivity  of  the  electronic  balance,  care  must  be  taken  that 
the  water  flowing  from  the  funnel  collector  does  not  directly  impact  the  weighing 
mechanism.  The  momentum  of  the  falling  water  can  cause  erratic  weight  record¬ 
ings,  thus  a  smooth  transfer  from  collector  to  weighing  bucket  is  required.  This 
is  accomplished  by  suspending  a  circular  disk  or  baffle  from  the  exit  tube  to  break 
the  downward  momentum  of  the  collected  water.  Plastic  foam  material,  mounted 
on  the  top  of  the  sample  accumulator,  is  positioned  directly  beneath,  and  as  close 
as  possible  without  contact  to  the  disk.  Water  leaving  the  disk  flows  directly  onto 
and  through  the  foam  into  the  accumulator  or  weighing  bucket.  The  water  is 
essentially  being  weighed  immediately  upon  exiting  the  disk.  Since  it  is  not 
allowed  to  drop  into  the  accumulator,  a  smooth  transfer  results. 

2.4  Accumulator 

The  sample  accumulator  is  an  aluminum,  dual-compartmented  device  that 
pivots  on  a  shaft  inserted  in  place  of  the  shaft  that  supports  the  weighing  pan  on 
the  electronic  balance.  The  details  of  this  mechanism  are  shown  in  Figure  3. 

Each  compartment  has  a  150-ml  capacity  at  which  time  it  tips  and  spills  its  con¬ 
tents  while  moving  its  twin  into  the  collection  position.  A  block  of  plastic  foam  is 
positioned  to  dampen  or  cushion  its  movement.  As  mentioned  in  2.3,  plastic  foam 
covers  the  top  of  each  section  to  insure  the  orderly  transfer  of  water. 

2.5  Electronic  Balance/Recorder 

A  Scientech,  model  3340  electronic  balance,  having  0.  01-g  resolution  with  a 
1000-g  maximum,  is  used  to  measure  the  weight  of  the  collected  water.  The 
balance  has  a  remote  sensing  head  with  ~45.7  m  (150  ft)  of  low  capacitance  cable 
that  allows  the  instrument  to  be  exposed  to  unobstructed  rainfall.  A  timing  circuit 
has  been  incorporated  to  insure  accurate  3-s  sequential  weight  readings.  Data  is 
recorded  on  magnetic  tape  with  a  Tektronix,  model  4923  digital  recorder,  for 
subsequent  computer  processing. 


3.  DATA  REDUCTION 

Although  named  a  rain  rate  meter,  the  instrument  just  described  is  actually  a 
device  that  is  capable  of  recording  the  mass  of  water  falling  on  a  given  surface 
area  over  a  specific  amount  of  time.  As  such,  it  is  a  provider  of  time-resolved 
weight  measurements  from  which  rate  is  derived. 
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Since  weight  readings  are  the  sole  output  from  the  electronic  balance,  the 
time  that  the  instrument  is  made  operational  has  to  be  recorded  separately.  Sub¬ 
sequent  times  of  individual  weight  readings  are  determined  by  the  summation  of 
the  basic  time  increments  (3  s)  to  the  initial  start  time. 

During  periods  of  rain,  the  raw -weight  data  from  the  balance  will  show  in¬ 
creasing  weights  with  each  successive  time  increment.  A  repetition  of  a  parti¬ 
cular  weight  indicates  the  absence  of  rainfall. 

There  are  however,  several  definable  exceptions  to  these  ground  rules  that 
can  be  recognized  and  corrected  by  computer  operation.  When  the  tipping  bucket 
fills  to  capacity  and  empties  by  dumping  its  contents,  there  is  a  sharp  decrease  in 
weight.  During  periods  of  no  apparent  rain  and  repeating  weight  readings,  an 
occasional  variance  of  0.  01  g  (basic  resolution  of  the  balance)  is  sometimes  en¬ 
countered  as  the  result  of  electronic  noise  or  ambient  temperature  change. 

Under  conditions  of  very  light  rainfall,  the  weight  readings  exhibit  increases, 
separated  by  periods  indicating  "no  rain"  conditions.  Adjustments  are  made  in 
the  raw -weights  to  correct  the  deficiencies  caused  by  these  exceptions,  and  the 
resulting  smoothed-weight  data  are  used  in  the  determination  of  rain  rates. 

3.1  Weight  Smoothing 

The  first  adjustment  made  to  the  raw -weight  data  is  the  correction  of  weight 
decreases.  The  section  of  the  computer  program  that  controls  this  process  is 
termed  the  summation  routine ■  Its  objective  is  to  produce  weight  data  that  shows 
continuously  rising  weights  during  periods  of  rain. 

When  the  tipping  bucket  dumps,  the  raw-weight  readings  exhibit  a  sudden 
decrease  to  an  approximate  zero-value  before  increase  resumes.  The  effects  of 
the  actual  voiding  of  water  from  the  bucket  takes  place  within  2  or  3  time  incre¬ 
ments  (fi  to  9  s)  depending  upon  where  during  the  first  time  increment  the  event 
was  initiated.  A  period  of  instability  lasting  one  or  two  time  increments  (3  to  6  s) 
follows,  before  weight  readings  begin  increasing  in  a  normal  manner.  The  in¬ 
stability  can  be  attributed  to  vibration  caused  by  the  tipping  bucket  movement 
and/or  by  residual  water  drops  in  the  final  stages  of  emptying  the  bucket. 

To  overcome  this  problem,  the  upward  trend  of  weight  data  immediately 
preceding  the  dump  is  extrapolated  to  span  the  region  of  the  weight  curve  that 
incorporates  the  dump  and  instability  period  (Figure  4).  Since  the  maximum  time 
for  the  readings  to  regain  stability  is  five  time  increments  (15  s),  this  period  is 
used  to  define  the  time  the  trend  is  derived. 

The  weight  differences  or  delta  weight  (Aw)  over  the  five  time  increments 
immediately  preceding  the  tipping  bucket  dump,  are  averaged  to  determine  the 
trend.  If  the  plotted  weight  points  are  numbered,  as  shown  in  Figure  4,  with  0 


Figure  4.  Weight-Time  Plot  Shoeing  Tipping 
Bucket  Dump  and  the  Extrapolation  Procedure 
used  to  Adjust  the  Weights 

assigned  to  the  last  point  before  evidence  of  the  tipping  bucket  dump,  the  weight 
points  considered  in  the  calculation  of  trend  are  numbered  -1  through  -5.  Con¬ 
versely,  the  points  in  the  extrapolation  are  numbered  1  through  5.  The  average 
delta  weight  is  then  found  by  the  equation 

n=-4 

Zw  -  w  , 
n  n-1 

T —  n=0  ,,v 

Aw  =  - g -  g  ,  (1) 

where  the  extrapolated  values  are  determined  by 

w  =  wn  +  n  A  w  g.  (2) 

n  0  B 

All  subsequent  positive  A  w  are  then  added  to  the  preceding  weight  to  produce 
continuously  rising  data. 

Although  this  routine  was  specifically  designed  to  adjust  the  weight  data  for 
tipping  bucket  dumps,  it  can  be  generally  applied  to  correct  any  negative  Aw 
values  such  as  those  caused  by  electrical  noise  or  sudden  temperature  variations. 

3.2  Weight  Peak  Connection 

As  previously  mentioned,  the  weight  data  should  always  show  an  increase 
with  time  during  periods  of  rain.  However,  in  very  light  rain  conditions 
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~  1  mm  hr  )  the  sizes  of  the  prevailing  drops  are  small,  or  there  are  only 
a  few  large-sized  drops  in  evidence.  In  either  case,  there  is  not  enough  water 
present  to  thoroughly  wet  the  surface  of  the  collector,  and  drops  adhere  to  the 
sides  because  of  surface  tension.  Upon  reaching  a  critical  mass,  water  will  move 
downward  over  the  collector  surface  towards  the  exit  port  engulfing  other  adhered 
drops  along  the  way.  The  entity  resulting  from  this  collection  process  that  finally 
enters  the  weighing  bucket  commonly  gives  weight  increases  of  ~  0.05  to  ~  0.  2  g, 
depending  upon  its  origin  on  the  collector  surface.  The  increase  is  followed  by  a 
period  of  no  weight  change,  until  the  collection  process  is  repeated.  The  time 
between  increases  is  inversely  proportional  to  the  amount  of  rainfall;  thus  smaller 
rates  give  longer  times,  and  rates  approaching  ~  1  mm  hr  *  have  occasional 
short  periods  of  repeating  weights  (Figures  5  and  6). 

It  is  very  apparent  that  the  time -sequence  of  repetitious  weights  in  very  light 
rain  conditions  are  not  periods  where  rain  has  ceased  falling.  They  exist  only 
because  of  the  inefficiency  of  the  instrument's  collection  and  transfer  system. 

This  particular  instrument  has  u  lower  rain  rate  limit  of  ~  1  mm  hr  \  where 
lesser  rates  can  not  be  analyzed  in  a  normal  manner. 

If,  in  fact,  a  very  light  rain  exists,  a  logical  assumption  is  that  the  raw- 
weight  data  should  show  slight  weight  increases  in  each  3-s  reading.  This  can  be 
approximated  by  a  straight-line  interpolation  between  the  separated  weight  read¬ 
ings,  or  weight  peak  connection,  and  the  assigning  of  approximate  weight  values 
to  each  of  the  intervening  time  increments.  This  interpolation  is  shown  by  the 
dashed  lines  in  Figures  5  and  6. 

Occasional  increases  of  less  than  0.  05  g  are  evident  in  the  weight  data, 
almost  always  occurring  in  conjunction  with  increases  associated  with  a  collection 
of  drops,  either  immediately  before  or  directly  afterwards,  as  shown  in  the  weight 
step  at  2  007  in  Figure  5.  They  are,  most  probably,  an  effect  of  the  water 
dripping  from  the  striker  plate  onto  the  foam  transfer  mechanism,  and  as  such, 
arc  treated  as  part  of  the  increase  caused  by  the  collection  process. 

Another  problem  arises  with  the  use  of  the  peak  connection  routine,  that  being 
the  instructions  program  med  into  the  computer  so  it  may  recognize  actual  periods 
where  rain  was  nonexistent.  A  5 -min  time  limit  was  arbitrarily  established  to 
define  a  period  of  possible  rain.  If  no  weight  increase  is  observed  within  the 
5-min  limit,  the  repeating  weights  are  left  unaltered  giving  a  rain  rate  of  zero 
throughout  the  period.  If  any  weight  increase  is  observed  in  less  than  5-min,  the 
interpolation  process  will  assign  a  calculated  weight  for  each  3-s  interval,  thus 
establishing  a  uniform  rate  for  the  period.  For  example,  if  a  weight  increase  of 


Figure  5.  Weight -Time  Plot  of  Very  Light 
Rainfall  (0.  1  to  0.  14  mm  hr-*)  and  the  In¬ 
terpolation  Procedure  Used  to  Adjust  the 
Weights 


0.  05  g  was  evident  in  5  min  (the  approximate  smallest  weight  attained  by  the  col- 
lection  process)  the  rain  rate  would  be  0.  006  mm  hr-1.  The  rate  corresponding 
to  one  drop  of  ~  0.  2  g  collected  over  5  min  would  be  ~  0.  024  mm  hr"*.  Hence 
these  are  lower  limits  due  to  our  data  reduction  process. 

3.3  Rain  Rate  Calculation 

Rain  rate  is  the  amount  of  water  that  accumulates  on  a  surface  in  a  given  unit 
of  time  and  is  usually  normalized  to  be  expressed  in  millimeters  or  inches  per 
hour.  With  knowledge  of  the  weight  of  accumulated  water,  it  can  be  calculated  as 


„  Aw  c  .  -1 

R  =  — -  mm  hr 

At 


where  Aw  is  the  weight  in  grams  of  water  that  fell  on  the  surface  A  (mm  ),  in 

3  -1 

time  t  (hr),  and  c  =  1000  mm  g  . 

Using  the  smoothed  weight  data,  rain  rate  can  be  calculated  from  the  weight 
differences  between  readings  in  the  basic  time  increments  of  3  s  or  1/1200  hr. 
When  derived  in  this  manner,  the  resulting  rain  rates  are  nothing  more  than  mag¬ 
nified  Aw  readings  and  are  shown  as  the  solid  lines  in  Figures  7  and  8  for  the 
same  time  periods  as  the  weights  plots  of  Figures  5  and  6.  The  horizontal  por¬ 
tions  of  these  plots  represent  two  or  more  time  periods  having  the  same  Aw  such 
as  those  resulting  from  interpolation. 

Since  the  weight  readings  are  in  3-s  increments,  it  is  not  surprising  to 
observe  the  abrupt,  erratic  rate  changes  evidenced  in  these  figures.  Although 
these  plots  are  truly  representative  of  the  3-s  smoothed -weight  data,  it  is 
illogical  to  believe  that  rain  rate  will  change  in  a  precise  3-s  time  sequence. 

This  indicates  that  some  degree  of  averaging  has  to  be  applied  to  dampen  the 
fluctuations  of  these  data. 

Initial  averaging  efforts  involved  separating  the  data  into  three  distinct  ranges 
of  rain  rates  and  applying  different  analytical  routines  to  each.  That  complicated 
analysis  has  since  been  replaced  with  an  averaging  technique  that  can  be  applied  to 
all  the  data.  This  is  accomplished  by  using  weight  differences  over  longer  periods 
of  time  as 


r  *  |w<o^)-w(0:h.),L!  mm  hr-i 

At)/  600 


where  Aw  is  now  the  difference  between  the  weight  values  rj  time-increments 
ahead  and  behind  the  reading  w^ .  The  time  of  the  averaging  increment  is  now 
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Figure  7.  Rain  Rates  Derived  From  the 
Weight  Data  of  Figure  5 
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Figure  8.  (tain  Rates  Derived  from  the 
Weight  Data  of  Figure  6 


2r)  X  3  s/3600  s  hr  or  r)  /600  hr.  The  smoothed-weight  data  averaged  over  10 
time  increments  (±  5  points  or  30  s)  are  shown  as  dashed  lines  in  Figures  7  and  8. 

As  expected,  rain  rates  display  different  degrees  of  suppression  as  averaging 
increases.  Definition  of  averaging  periods  has  always  posed  problems  in  data 
analysis,  since  too  much  averaging  can  severely  mask  data  characteristics. 

Thus,  the  most  ideal  amount  of  averaging  will  dampen  the  noise  of  the  data  yet 
retain  individual  characteristic  variations.  One  method  of  making  a  value  judge¬ 
ment  on  averaging  period  is  to  observe  the  changes  in  variability  with  increases 
in  averaging  time.  The  point  at  which  the  suppression  in  data  variation  shows 
small,  relativelv-constant  changes  with  each  step  increase  in  averaging,  is  con¬ 
sidered  the  optimum  averaging  interval. 

Standard  deviation  is  the  basic  measurement  of  variation  or  dispersion  in  a 
data  set.  If  comparisons  are  to  be  made  between  data  sets,  a  more  relative 

4 

measure  has  to  be  used,  that  is,  the  coefficient  of  variation  or  the  expression  of 
the  percentage  of  standard  deviation  relative  to  the  mean.  It  is  calculated  as 

V  =  ,  (5) 

R 

where  o  is  the  standard  deviation  and  R  is  the  mean  rain-rate  for  a  particular  set 
of  data. 

An  analysis  was  conducted  on  the  coefficients  of  variation  that  were  deter¬ 
mined  by  averaging  periods  with  up  to  ±  10  time  increments  (60  s),  from  22  rain 
events,  taken  over  four  days.  An  event  was  defined  as  a  1-hr  period  of  continu¬ 
ous  rain,  or  a  lesser  time  in  showery  situations,  where  the  rainfall  was  above  a 
trace  (0.  1  mm  hr  *  or  —0.005  in.  hr  *).  These  coefficients  varied  in  absolute 
values  depending  upon  the  particular  rainfall  in  each  event.  Since  the  objective 
was  to  derive  a  general  averaging  period,  the  coefficients  from  each  were  com¬ 
bined  to  form  mean  values,  shown  plotted  as  crosses  connected  by  a  solid  line  in 
Figure  9.  The  dotted  lines  represent  ±  one  standard  deviation  in  these  coefficients, 
and  are  included  to  give  an  indication  as  to  the  variability  inherent  in  the  22  events. 
The  dashed  line  is  the  straight-line  extrapolation  from  the  last  five  averaging 
intervals,  namely  ±6  through  10  points.  The  point  of  departure  of  the  dashed  from 
the  solid  line  is  the  —  ±5  time-interval  (30  s).  Hence,  that  averaging  value  was 
chosen  as  the  most  optimum  for  the  particular  instrument  previously  described. 
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Figure  9.  Coefficient  of  Variation  Data  Used  to 
Determine  Averaging  Period  for  Rain  Rate 
Calculations 


This  departure  point  is  mot  e  obvious  when  the  differences  between  the  coeffi¬ 
cient  of  variation  values  (/*  V)  are  plotted  vs  the  midaveraging  points  as  in  Figure 
10.  The  small,  relativelv-constant  changes  in  V,  referred  to  earlier,  are  indi¬ 
cated  by  the  dashed  line. 


4.  CONCLUSIONS  AND  RECOMMENDATIONS 

Graphic  presentations  of  rates  derived  from  the  electronic  measurements  of 
rainfall  weights  and  processed  in  the  manner  described  in  the  preceding  sections, 
display  fine-structured  character  that  delineates  the  variability  present  in  rain 
situations.  A  typical  1  hr  of  data  acquired  at  Hanscom  Air  Force  Base  (HAFB)  on 
1  Sep  82  is  shown  in  Figure  11  as  an  example. 

At  this  time  no  measurements  have  been  taken  in  concert  with  attenuation 
studies,  although  an  investigation  of  this  nature  is  planned  for  the  near  future. 
Based  on  previous  experiences  with  snowfall  measurements,  it  is  expected  that 
rain  rates  and  electromagnetic  attenuation  will  correlate  well.  This  type  of  in¬ 
strument  may  provide  the  means  to  evaluate  and/or  calibrate  systems  whose 
efficiencies  are  dependent  upon  rain  intensities. 

The  short-term  variabilities  in  rain  shown  in  Figure  11  are  not  unique  and 
are  evident  in  the  majority  of  data  recorded  thus  far.  They  do  however,  indicate 
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Figure  10.  Differences  in  Coefficient  of 
Variation  with  Averaging 


Figure  11.  Example  of  Typical  Rain  Rate  Data 
from  Weight  Measurements  Taken  on  1  Sep  82 
at  Hanscom  AFB 


that  substantial  uncertainty  may  exist  in  any  attempt  to  deduce  short-term  rates 
from  those  taken  at  longer  time  periods.  Since  the  weight  data  from  this  instru¬ 
ment  are  stored  on  magnetic  tape,  comparisons  of  short  and  long-term  averaging 
by  computer  processing  may  give  an  assessment  of  the  possible  errors.  An 
investigation  of  this  nature  is  presently  being  conducted  on  data  taken  at  HAFB 
during  1982  and  1983. 

Studies  are  also  being  made  on  a  possible  prediction  scheme  of  persistance; 
the  time  the  rate  exceeds  specific  intensity  levels.  This  type  analysis  could  prove 
useful  in  system  design  and/or  evaluation,  and  made  area-specific  with  the  appli¬ 
cation  of  past  climatological  data. 

Several  refinements  are  currently  being  considered  to  improve  the  instru¬ 
ment's  operation.  The  surface  of  the  collection  funnel  on  the  prototype  instru¬ 
ment  was  polished  in  the  mistaken  belief  that  a  smooth  surface  would  enhance 
water  flow.  The  opposite  proved  to  be  true  with  water  accumulating  in  beads 
during  very  light  rain,  as  described  in  Section  3.2.  Subsequent  tests  indicate 
that  the  problem  of  drop  accumulation  on  the  collector  sides  may  be  alleviated  by 
roughening  the  surface.  The  resulting  porosity  should  allow  the  surface  to  become 
wet  at  the  onset  of  rain  and  retain  the  wetness  throughout  a  rainy  period. 

The  buckets  of  the  tipping  mechanism  should  be  of  larger  capacity  to  give  a 
longer  time  between  dumps.  Since  15  s  of  weight  readings  are  essentially  lost  on 
each  dump  (Section  3.  1),  it  is  conceivable  that  a  substantial  amount  of  data  may 
be  missed  in  very  heavy  rain  using  the  ~  150-ml  capacity  of  the  prototype  instru¬ 
ment.  Larger  buckets  of  lighter  material  and/or  an  electronic  balance  with  a 
higher  maximum  weight  limit,  could  solve  this  problem. 

Data  averaging  may  be  reduced  by  decreasing  the  current  3-s  balance-update¬ 
time  sequence  to  1  or  2  s.  If  the  ±5  time-interval  averaging  remains  applicable 
with  1-s  data,  the  averaging  period  would  reduce  to  10  s. 
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5.  ABBREVIATIONS 
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